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Abstract— Low-frequency errors of thin-film multijunction
thermal voltage converters are estimated using a simple model emf out
based on easily measured parameters. The model predictions are
verified by measuring the converter’'s frequency characteristc [~ [T777777777~ 1
using a digitally synthesized source. !
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| INTRODUCTION Fig. 1. Diagram showing how the average emf at frequehdy calculated
method based on measurements of the dc transfer fudgng the peak-to-peak variation and the dc transfer function.

dc transfer function

em ref

tion and time constant has been developed to model TABLE |
thermal voltage converter (TVC) behavior in the low fre- TesT TVC PARAMETERS
guency range (0.001 Hz-100 Hz) [1]. Significant errors occur
at low frequencies because the TVC output begins to track ™WC 1 Vi |emb | n | T(ms)
the square of the input. The higher the input voltage, the Wy | @mv)
greater the heat loss through radiation and conduction along A 25 858 194 14
the input leads and the greater the deviation from the square-
law response. Simulated ac—dc differences of a single junction B L5 67.1 191 18
TVC have been compared to ac—dc differences determined C 1 83.3 1.95 42
from measurements made using a digitally synthesized source D 1.5 36.1 1.99 18

[1]. TVC's with wire heaters have very long time constants, on
the order of seconds, so the tracking errors are not significanThe method proposed in [1] employs the TVC time con-
at frequencies higher than about 10 Hz. Recently developstdnt, 7, and its steady-state transfer functiorhe latter is
TVC's with thin-film heaters [2], [3] have time constants ordetermined by incrementing a dc input voltage in small steps
the order of 20 ms and these devices were chosen to testweent full scale and measuring the TVC output efiitiese
the performance of the model because they have significanb easily measured parameters are used in a simple TVC
tracking errors up to 100 Hz. The results of simulated versusodel to estimate low-frequency ac—dc differences.
measured ac—dc differences made on different types of thin-
film multijunction TVC'’s are reported in this paper. IIl. MODEL

A detailed study of the transient response of TVC's using The simplest way to model the TVC behavior is to consider
vacuum thermoelements has been reported [4] which use& ®@ be the first order low pass filter. The frequency response
perturbation method to solve the partial differential equatiasf this filter is then used to scale the dc transfer function. The
of heat flow in the heater to estimate low-frequency ac—aaeodel performs the following functions.

differences. To perform the calculations, a complex set of 1) Squares a simulated sinusoidal input voltage and filters
measurements is required which includes the temperature it ysing a low pass filter with a cut off frequency

coefficient of resistivity, thermal conductivity, specific heat, f. = 1/(2r7), wherer is the TVC time constant.
heat conduction, density of the heater material, and coefficienty) Calculates the peak to peak variatioiigrpp(f), at
of emission from the lateral surface. the filter's output for a particular frequency with input
voltage V' applied.
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Fig. 2. Model simulations and measurements of ac—dc differences versus frequency for TVC's A, B, C, and D.
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Fig. 3. Difference between model simulation and measurements of ac—dc differences versus frequency for TVC's A, B, C, and D.

At frequency I, the estimated ac—dc differencgf) is
calculated using

The frequency characteristics of the four TVC’s were mea-
1) sured between 0.1 Hz and 30 Hz using a digital multimeter to
record the average TVC output emf with the input voltage sup-
where n, is the power exponent that describes the transfBlied from a digitally synthesized source (DSS). The rms value
function of the TVC [1]. of the output of this source is constant at all frequencies below
Four planar multijunction TVC’s were measured for thid kHz to within five parts in 19[1]. In order to obtain the most
analysis. Their nominal input voltaged;,, output emf's precise measurements, the integration period of the multimeter
em fout, POWEr exponents, and time constant&) are given was selected to cover an integral number of cycles at the test
in Table I. frequency. The test frequencies were selected to optimize this

M EASUREMENTS

8(f) = varpp(f)(emfres — emfip)/emfres/n
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process. For example, test frequencies of 0.06, 0.075, 0.08, REFERENCES
0.09375, 0.1, 0.2, 0.3, 0.4, 0.5, 0.6, Hz were integrated [1] N. M. Oldham, S. Avramov-Zamurovic, and M. Parker, “Exploring the
for 1000, 800, 750, 640, 600, 300, 200, 150, 120, 1000, low-frequency performance of thermal converters using circuit models
power line cycles, respectively. Measurements at the reference and a digitally synthesized sourcdEEE Trans. Instrum. Measvol.
i IM-46, Apr. 1997.

frequency (1 kHz for these teStS) Were interleaved betwe_e{% M. Klonz and T. Weimann, “Accurate thin-film multijunction thermal
measurements at all other frequgnmes to Compensat? for drifts converter on a silicon chip,/EEE Trans. Instrum. Measvol. 38, pp.
over the long measurement periods at low frequencies. 335-337, Apr. 1989.

[3] J. R. Kinard, D. X. Huang, and D. B. Novotny, “Performance of

multilayer thin-film multijunction thermal converters|EEE Trans.
IV. RESULTS Instrum. Meas.vol. 44, pp. 383-386, Apr. 1995.

. [4] T. Takeishi, “Transient characteristics of vacuo-thermojunctions for step
The measured low frequency ac—dc differences of the four  current,” IEEE Trans. Instrum. Measvol. IM-27, pp. 456-460, Dec.

multijunction converters ranged from 0.2% to 0.6%. However,  1978. ] ]
the differences between simulated and measured values wd § Aamovzamrouc, M M. Oldham, b Fater and B watr,
as large as 0.07% [5]. So it was decided to use the more Conference record, IMTC97, Ottawa, Ont., Canada, May 19-21, 1997.
complex model described in [1] to improve performance. In
this model, the peak-to peak variationrpp(f) is centered at
emfrey ON the measured transfer function curve (see Fig. 1).
The average value of this curvenf..,(f) in the region
defined byVarpp(f) represents the better estimate of th

output emf at frequency. The ac—dc difference is given by
O(f) = (emfong(f) — emfres)/emfres/n. 2

The simulated [using (2)] and measured ac—dc differen
versus frequency for the four tested TVC's are shown
Figs. 2 and 3.
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